MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY
ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT n=nn.n.rT

[ RECEIVED o

Complete this report In duplicate at the ime of the regular monthiy preventative maintenance check, ancj By Carol Day at #:67 am, Jan 10, 2014
Send copy 1o Depariment of Health and Senlor Services; retain original In department file.

VTEE

ALCO SENSOR IV SN PRINTER SN DATE OF INSPEGTION
097401 096.3580.879 01/08/2014

LOCATION OF INSTRUMENT (STREET AND CITY) TIME OF INSPECTION
600 E. Walnut Columbia 6:45 pm

CHECKLIST: Place a mark in the box by each item If found to be saflsfactory or if operaling within established limits. {Write In observed val-
ues where determined.) Unmarked ltems must be corrected before using instrument.

DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

[/} TEMPERATURE OF ALGO SENSOR (10°C - 40°C)

PRINTER WORKING PROPERLY

TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

SIMULATOR SOLUTION [] COMPRESSED ETHANOL-GAS MIXTURE
STANDARD SUPPLIER Guth Labs LoT # 13210 EXP. DATE 07/29/2015

SIMULATOR TEMPERATURE (34°C £0.2°C) __ 34.0  SIMULATOR sN___SD2761 __ SIMULATOR EXP DATE 01/07/2015

CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three losts using a standard solution. All three tests must be within £5% of the standard value and must have a spread of .005 or
less. Check the box corresponding to the standard solution belng used. (PRINTOUT ATTACHED)
/1 0.100% STANDARD - MUST READ BETWEEN 0.085% and 0.105% INCLUSIVE
ﬂ 0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INGLUSIVE
] 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0,042% INCLUSIVE

TEST 1% 101 TEST 2w (009 TEST3 %= 000

AFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS iN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS) ’

REFUSALS 0 ©-09 O (o509 O (i0-14) 2 (15-199 1 (over.1igy O

List any new parts and describe any alteration or modification that was made to restore the Instrument to operate satistactorily and within
eslablished lmits {use other side if necessary).

Re-calibrated to .100 after showing a result of 108, Time updated for daylight savings.

R N R

Mathan Turner

i TELEPHONE NUMBER " - ’
202411 12/20/14 : (573) 8747652 - - -

;‘Helurn compleled;pert to the: Breath-Alcoho! Program, MO Department of Health and Sénior Services, Southeast Bistrict Office
: 2875 James Boulevard . ;
; Poplar Bluff, MO 83201 :

40 560-1351 (6-10) AH ECUAL OPF ORTUNITY/AFERMATIVE ACTION EMPLOYER s . LAB-114
servites providad on 2 nondscriminalory basls




®
GUTH LABORATORIES, INC,

£50 HORTH 6ith STREAT © HARRISDURG, PA 1r§il. -1511 0 YHLEPHONE] 7174805170

CERTIFICATE OF ANALYSIS

Cortifled Alcohol Reference Solution for Simulator

Random“Samplés of Lot Numbor 13210 of
Aleohol Roference Solutlon for Simulator wero: analyzed by
gos ohromatogtaphy on July 31,2013, using a Perkin Elnter Gag Chromatograph

Autosystem XL S/N: 610N9030209, and found to contaln  0,1246% (wivoly

ethyl aleohol, The explratlon date for this lot
. number. s Ju1y29,L2015 at 11::59 PM,

When uged in 8 eallbmtcd Slrulator, operdting. at’
340¢ 4/~ 020G, this saluito}‘r wiil- give a broath- alooho!
pnalysis instrument raading ofBIOO ngIOL +/+ 3%.

“rhe alsohol and water ysod in thls solutlon were
free of test interforing substances.

Ted I, Paunfey, Prosidefit
GUTH LABORATORIBS ING,

NIST Traceabiliiy:
Tesling was oollducted using Cerllliant Reforence Standard lot number FNII2NI-02 whose

valugs area travsable to NIST,
All balanees ave callbrated anmually by an owlside agenoy using NIST traceable welghts,

. Caltbration veriftaation is dona prior to each use mlH;!ng NIST traceable welghts.

.y




As IY Serial nod 0974l
Version rot Be40

TEST RECORD 614269}
Temp Date Tine 216L

o
Ab #1/88/14 18&47 , BOA
Calibration Checks

24 B?£68214 18:147 .699

Subdect Hame

Test

Subdect 1.0

Operator Name: T.D.°

T_(A :'f\"( } ?5/5(‘
Location

C PiD

Y

fS IV Sarial nod #o97481
Uprsion no! 2840

TEST RECORD Bl427si
Time 218L

Yoidt RFI
12 01/88/14 18149

Subject Hame
est

Subdect 1.1,

operator Name, 1.D.

(T—ZA{fv4/" ‘93,5’

Location

Cp)

f

#
&8

% IV Zerial no! BOMB1

ersion nos BEd4e -

TEST RECORD 01424

fitr Bland: )
B1A08714 18145 . Gan

Calibration Checlk:

23 81708714 18145 101

fubJdect Mane
S0t
154

Subdect I,0.

Dﬁgggior Hames 1,0,

1 \eliiey 154¢

Location

CpPJ)

AS IV Zarial not 097461
Usrsion Ao Q40

TEET RECORD B1425

a’
Temr  TDiate  Time Z141,
Air Blank:
81/88/14 19046 5o
Calibration Checks
29 B1/88/14 19148 699

Subdact Mame

T—C 5_};

Subrdact I.D.

Orerstor MHame: 1.D.

i iyzAf/F(/’" .fqgf(”

Local ion

CPD




